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Отстройка от электромагнитных помех при разработке прибора контроля изоляции высоковольтного 
оборудования 
 

Исследованы проблемы, связанные с возникновением радиочастотных помех постоянного действия (FM-
радио, GSM, телевидение), помех периодического возникновения (коронные разряды), случайных помех 
(радиолюбительские изделия, аварийные ситуации). Разработаны метод и прибор для мониторинга 
высоковольтной изоляции. В качестве способа регистрации частичных разрядов применяется метод 
определения уровня мощности принимаемого электромагнитного сигнала (received signal strength indicator – 
RSSI). 
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Malaeva E.D., Yakupov N.M. Electromagnetic interference elimination in the design of an instrument for high-voltage 
equipment isolation inspection 
 
The paper examines the problems caused by continuous RF noises (FM radio, GSM, TV), periodic interferences 
(corona discharge), random interferences (amateur radio products, emergency situations). A method and an instrument 
are developed for high-voltage isolation monitoring. Received signal strength indicator (RSSI) is used for frequency 
discharge detection. 
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